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Section 335.8110  Radiation Monitoring 

a)	In addition to the monitoring requirements in 32 Ill. Adm. Code 340.510, a person licensed under this Subpart shall monitor to ensure that the maximum radiation levels and average radiation levels from the surface of the main source safe with the sources in the shielded position do not exceed the levels stated in the Sealed Source and Device Registry. 
				
b)	The licensee shall monitor, as required by subsection (a) of this Section, at installations of a new source and following repairs to the source's shielding, the source's driving unit, or other electronic or mechanical component that could expose the source, reduce the shielding around the source, or compromise the radiation safety of the unit or the source. 

c)	A licensee shall maintain a record of the radiation monitoring of treatment units made in accordance with this Section for the duration of use of the unit. The record must include:

1)	The date of the measurement;

2)	The manufacturer's name, model and serial number of the treatment unit, source and instrument used to measure radiation levels;

3)	Each dose rate measured around the source while the unit is in the off position and the average of all measurements; and

		4)	The signature of the individual who performed the test.

(Source:  Amended at 30 Ill. Reg. 9029, effective April 28, 2006)
